






CAT III: MEASUREMENT CATEGORY III is applicable to 
test and measuring circuits connected to the distribution 
part of the building's low-voltage MAINS installation.
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Replace test leads if leads become damaged or worn.

Use meet EN 61010-031 standard, rated CAT III 600V, or
better test leads.

       WARNING

5.3 Replacing Test Probes
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